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A New DC- 300 KC High -Sensitivity 
Oscilloscope with Triggered Sweep 



Anew dc-300 kc general-purpose oscillo- 
scope has been designed with a number 
of valuable features usually found only in 
the more expensive, high-frequency type os- 
cilloscopes- These features have been speci- 
fically selected to make the oscilloscope a true 
measuring instrument capable of accurate 
measurements not only of voltage but of time 
and phase shift as well. 

Since one of the important uses for an oscil- 
loscope is as a highly flexible voltmeter, con- 
siderable care has been taken for an oscillo- 
scope of this class to make it suitable for 
measuring voltage. Its amplifiers have been 
designed to have a high order of stability in 
both a-c and d-c operation over the range 
from d-c to 300 kc and are provided with 



direct-reading frequency -compensated atten- 
uators. In addition, the instrument incorpo- 
rates an accurate calibrator for both the ver- 
tical and horizontal systems. These features 
are such as to enable the instrument to meas- 
ure voltages accurately wMthin 5% over the 
amplitude range from I millivolt peak- to- 
peak to 500 volts peak-to-peak and over the 
frequency^ range from d-c to 300 kc. 

Accurate measurements of time (i.e., dura- 
tionSj periods, or intervals) are made possible 
by designing the instrument so that it uses a 
triggered type sweep with a linear sweep 
generator. A triggered sweep is distinguished 
from the more common synchronized sweep 
in that it offers a method of obtaining high 
linearit)^ in the sweep, in that the speed of the 
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Fig. 1. Sew 'hp- Mf^del 1^0 A DC^300 KC OsdUosfope has 

been designed with ^pecitii emphasis on iis smiahlUty for 
fneMSuring voltage, time, and phase MfL Special features 
include high scmitiriiy and siahdity, triggered type' sueep 
with automatic triggering^ identical vertical aftd hori- 
zontal amplifiers. 
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Fig. 2* 'Typical handwidth characteristic of -hp- 
1 50 A Oscilloscope. Although rated at iOO kc, high- 
jreguency 3 dh point is typically much higher as 
shoun in ahoie i^uriv. Curve applies to ail semsi' 
tit'ity ranges hut will he reduced ahout 10% ai high 
end if sensitivity vernier is used* 
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Fig, 5- Basic arrangemeni of trigger ^nd sweep generator circ/tiii. Use of triggered type 
sweep has many ad v a fit ages as described iff iext. 



sweep can be accurately known, in 
that the point on the trigger wave- 
form ac which triggering occurs can 
be selected, and in that a wide range 
of sweep speeds can be obtained. 
Time- wise, the new oscilioscope can 
be used to make measurements over 
the Wide range from 1 microsecond 
to 150 seconds. 

Measurements of phase shift in ex- 
ternal devices have been faciUtated 
by designing the oscilloscope so that 
its vertical and horizontal amplifiers 
are identicaL No differential phase 
shift thus occurs between the verti- 
cal and horizontal amplifiers until 
frequencies are reached where dif- 
ferences in stray capacities become 
significant. As a result the oscillo- 
scope can readily be used to measure 
phase shifts in external devices up to 
50 kc and with care to mvich higher 
frequencies. 

Other salient features of the new 
Model 130A oscilioscope are as fol- 
lows; 

• The vertical and horizontal am- 
plifiers both have maximum sen- 
sitivities of 1 milLivolt/cm and 
bandwidths of at least 300 kc. 

• The oscilloscope has a feature 
that gives automatic triggering 
on common waveforms, 

• The trigger point on the trigger 
wa^'eform can be selected by 
panel polar itj'- and level -select- 
ing controls. 



' The vertical and horizontal am- 
plifiers are electrically identical 
to facilitate phase shift measure* 
ments (Fig, 11), 

The sweep voltage is generated 
by a feedback integrator which 
gives excellent sweep linearity 

and stabilit)'. 

Sweep speed, vertical sensitivity 
and horizontal sensitivity are all 
selected by single directly -cali- 
brated controls {Figs. 6 and 8). 

Bandwidth h essentially con- 
stant aod does not decrease at 

high sensitivities (Fig, 2), 

The amplifiers ha%'e a high or* 
der of stability, being virtually 
free of line voltage effects (Fig, 
10). 

The vertical and horizontal am- 
plifiers can each be operated 
from balanced signals on the 
fi.ve most sensitive ranges to 
suppress common mode signals. 

To facilitate accurate voltage 
measurements., an internal cali- 
brator for both the vertical and 
horizontal amplifiers is in- 
cluded. 

The 5-ioch mono-accelerator 
t>'pe 5AQP* cathode-ray tube is 
operated with a 3,000- volt ac- 
celerating potential to achieve 

high light output. 

The crt bezel is designed as a 



standard camera mount but can 
be removed by a simple 15*^ 
twist so that filters or tubes can 
be changed rapidly (Fig, 13), 

• The crt is provided with a lever 
so that angular positioning of 
the tube can be adjusted very 
easily (Fig. 14). 

• The graticule is of the adjust- 
able edge- Ugh ted type* 

• Etched circuit construction is 
used to achieve clean layout and 
to simplify maintenance, 

SIMPLIFIED TRIGGERING 

One of the special objectives in the 
design of the new oscilloscope was 
not only to use the more technically 
refined triggered t>'pe sweep gener- 
ally found only in high-frequency 
type oscilloscopes but to achieve 
greater simplicity of use than has 
been available heretofore. This ob- 
jective has been realized in the form 
of a Sweep Aiode control which is 
provided with a Preset position. 
Using the Preset feature, the instru- 
ment will autoruaticaliy trigger 
from any displayed waveform which 
is such that it has a peak-to-peak de- 
flection of i cm or more (or j volt 
peak -to -peak when triggering is ob- 
tained from an external trigger). 

Another feature of the internal 
triggering and sw^eep system is that 
it uses an advanced type of circuitrv*. 
The basic arrangement is indicated 
iii Fig, 3, The trigger voltage, which 
can be obtained either from an ex- 
ternal source or from the signal ap- 
plied to the vertical amplifier, is 
applied through bias networks and a 
trigger amplifier to a Schmitt trigger 
circuit which in turn triggers a 
feedback r>'pe sawtooth generator. 
The function of a Schmitt circuit is 
to produce a trigger whenever the 
input signal passes a certain voltage 
level (in this case approximately — i 
volt). The Schmitt circuit is restored 
when the input signal level passes 
approximately - i volt. Any signal 
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Fig» 4. New -hp- Model I ^OA has heen designed with especially pleasing color scheme. 
Panel controls are functionally grottped and convettient bar knobs are tued on all 
rotary sunUbes. Pati^n on screen is iOO kc sine wave with sweep triggered automaii' 

cally tiung Preset feature. 
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Fig* 5» Trigger controh ott new -hp- Modd i^OA. 
CofiCiiitric let ei- ami ilopi^-seiecting lotHroh are 
at left* Sync control at right selects source t^f 
trigger voltage. Sweep Mode adjmts sweep for 
free-r finning or triggered operation with Preset 
auto mat it triggering position at ccw end. 



which is such as to cross the trigger 
levels will thus actuate the sweep 
circuit. The d-c bias networks ahead 
of the Schmitt circuit shift the d-c 
levels so that operation of the circuit 
will be initiated at any desired point 
on the trigger waveform. A switch 
at the output of the Schmitt circuit 
determines whether the sawtooth 
generator is actuated by the negative 
or positive slope of the trigger volt- 
age. 

The foregoing trigger arrange- 
ment has a number of advantages. It 
obviates the need in most cases for 
experimentally setting trigger con- 
trols and at the same time gives posi- 
tive, jitter- free operation of the 
sweep circuit and a choice of trigger- 
ing from nearly any point on the 
input waveform. 

TRl&Gin CONTROLS 

The trigger controls on the panel 
are reproduced in Fig, 5. At the left 
in Fig, 5 are the concentric Trigger 
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Fig. 6, Sweep Time control is direct-reaii- 

ing. Concentric knob is 3:1 vernier for 

selectiitg intermediate sweep times. 



Level and Trigger Slope con- 
trols. Trigger Slope selects 
the slope of the applied trig- 
ger from which triggering 
is to occur. Trigger Level 
selects the voltage point on 
the input trigger waveform 
at which triggering will oc- 
cur. The range of selection 
offered by this control is 
from at least —30 to -j-.^O 
volts using external triggers 
or at any level of a displayed 
waveform when triggering is ob- 
tained from the vertical system. 

On the right are the concentric 
Sync and Sweep Mode controls. The 
Sync control selects (reading ccw) 
whether triggering is to be obtained 
from d-c coupling of an external 
trigger, from a-c coupling, inter- 
nally ttom the signal applied to the 
vertical system, or from the power 
line. 

The Sweep .Mode control adjusts 
the sensitivity of the sweep circuits 
so as to permit either free- running 
or triggered operation. Although the 
preset feature will automatically ac* 
cept trigger signals as described pre- 
viously^ the free- running feature has 
also been included in the instrument 
since free-running operation is often 
useful in determining base lines 
when esrablishing set-ups. Reading 
ccw^ the Sweep Mode control varies 
the bias on the sweep circuits from 
chat which gives free-running oper- 
ation through a region where the 
circuits are receptive to triggers to 
a region where the circuits are insen- 
sitive to triggers. At the extreme ccw 
end is a switch position which ad- 
justs the circuits for preset operation. 
In most conditions when using the 
preset feature, the Trigger Level con- 
trol is set to and the Trigger Slope 
control to either + or — as desired. 
In this condition the oscilloscope 
automatically triggers at the levels 
described previously. Triggering at 
other levels can be obtained by re- 




Fig. "^. Sweep lin^^. ■ Jlusirated hy 

ahr^v^ timing comb uo mi sling of 10- 

microsecond spaced pips. 

adjusting the Trigger Level control 
as required* 

SWEEP CIRCUITS 

The actual sweep waveform is 
generated by a feedback type saw- 
tooth generator which gives the 
sweep circuits a high order of per- 
formance with respect to linearity, 
accuracy of sweep time, and range of 
sweep speeds. A special feature of 
tlie sweep generator is that it is sta- 
bilized when in the rest condition 
to achieve a fixed starting point as 
well as to give good linearity to the 
first portion of the sweep where un- 
scabilized sweep generators usually 
introduce significani: non- linearity. 
A further sweep feature is that the 
gate voltage which unblanks the 
cathode- ray tube during the sweep 
is d-c coupled to the crt grid so as to 
maintain constant grid bias regard- 
less of sweep duty c>cie. 

The oscilloscope is provided with 
21 calibrated sweep speeds ranging 
from 1 microsecond cm to 5 sec- 
onds ' cm. A 3:1 sweep speed vernier 
permits continuous adjustment of 
sweep speed between steps and ex- 
tends the sloTi'est sw^eep to 15 sec- 
onds cm with vernier fully ccw. 
These speeds are rated as being ac- 
curate within =^5%. 

Linearity-wise, the use of the sta- 
bilized feed back -type sawtooth gen- 
erator coupled with the uniformity 
of the crt deflection factor gives ex- 
cellent sweep linearity as demon- 
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5 traced by the timing comb repro- 
duced in Fig. 7. This linearitj' is r>'pi- 
cal of all of the siveep ranges except 
that the fastest 1 microsecond/ cm 
range may have somewhat less line- 
arity. 

SiMPLIFiED AMPLIFIER CONTROLS 

In further conformance with spe- 
cified design objecti% es, an improved 
degree of simplicity of use has been 
achieved for the vertical and hori- 
zontal amplifiers as well as the sweep 
circuits just described. In place of the 
rather standard arrangement which 
requires adjustment of rwo or more 
controls and a mental calculation of 
two or more factors, the sensitivity 
of each amplifier in the new oscillo- 
scope is determined by single direct- 
reading controls (Fig. 8). Except for 
their nomenclature, the calibrations 
on the sensitivity controls are identi- 
cal^ a factor which further simplifies 
use of the instrument. It will be seen 
in Fig. 8 that the controls always 
give a direct indication of sensitivity, 
either in raillivolts-per-centimeter or 
vo 1 ts- pe r<en t i meter. 

The positions of the controls are 
related in a 1-2-5-10 sequence to give 
an arrangement convenient to use 
with a 10-di vision graticule. Con- 
centric with the range selector is a 
Vernier control with a 2V:1 range 
which permits continiiOLis adjust- 
ment of sensitivity so that any desired 
sensitivity in the 1 millivolt— 500 
volts peak- to- peak overall measur- 
ing range of the instrument can be 
obtained. 



VERTICAL ANO HORI- 
ZONTAL AMPLIFIERS 

The vertical am- 
plifier has been de- 
signed to give espe- 
cially fine perform- 
ance for an oscillo' 
scope of this class. 
In addition, the 
horizontal amplifi- 
er has been made 
the full equal and, 
in fact, twin of the 
vertical amplifier so as to facilitate 
phase shift measurements and to 
give equal capacit)' to the vertical and 
horizontal systems. The following 
discussion of bandwidth and d-c sta- 
bility thus applies to both amplifiers. 
Although the rated high-frequency 
3 db point for the amplifier is 300 kc, 
a typical 3 db point in the new oscil- 
loscope is in the vicinity of 400 kc, 
as indicated in Fig, 2 (front page). 
This order of bandwidth gives a 
theoretical rise time of approximate- 
ly 1 microsecond for the amplifiers 
and this is confirmed in the oscillo- 
gram of Fig. 9. This oscillogram 
shows how the oscilloscope repro- 
duces a high-quality -iO kc square 
wave. It can be seen that the rise time 
is just under 1 microsec- 
ond, while overshoot is 
small. The instrument is 
thus entirely suitable for 
observing the square- 
wave response of devices 
operating well into the 
ultrasonic range. 

The amplifier has fur- 
ther been designed so as 
to make the bandwidth 
constant for all sensitiv- 
ity ranges. This has been 
done by designing the 
amplifier so that its gain 
is basically controlled by 
frequency' insensitive at- 
tenuators. Although the 
vernier sensitivity con- 
trols reduce the band- 
width to sotne extent if 
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applied to vertical system, Sueep speed is 

10 fisec/cm. 

they are used* the basic arrangement 
is such that the full bandwidth is 
available even on the most sensitive 1 
millivolt/cm range of the instru* 
ment. 

D-c STABIilTY 

In any high-sensitivity d-c oscillo- 
scope one of the major design con- 
siderations is achieving a high order 
of d-c stability. In the new Model 
1 30A this consideration has been met 
by observing such precautions as the 
use of a balanced circuit with twin- 
type tubes, the use of low tempera- 
ture coefficient wire- wound resistors 
and potentiometers in the first stage, 
and the use of a carefully-regulated 
plate supply. 
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Fig. 10. Record of effect of line tolia^e chattge^ on 

most sensitive range of oscilloscope. Height of cfjari is 

eqtial to full- scale deflection of oicilloicope. 
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Phase shift at iOO kc with amplifier con- 

iroh at identical settings. 




Phase shift at 300 kc with amplifier con- 
trols at equal settings but with verniers 
adjusted to minimize phase shift. 



Fig, 1 L Typical differential please sfnii between tfertical at$d horizontal amplifiers. 



In addition to these factors, how- 
ever, an unusual degree of care has 
also been taken with the filament 
supply, since the effect of filament 
supply variations on a d< amplifier 
is even more critical than the effect 
of plate supply variations. Conse- 
quently, the filament supply for the 
amplifier tubes has been fully regu- 
lated with a high-control electronic 
type regulator in which the heater 
for the control tube is also regulated. 
These factors make the d-c stability 
of the oscilloscope essentially inde- 
pendent of line voltage changes as 
shown in Fig, 10. This illustration 
is a recording of the mfluence of line 
voltage on the stability of the most 
sensitive range of the oscilloscope. 
To make this record, the sensitivity 
of the recorder w^as adjusted so that 
the width of the recorder chart was 



equal to full scale deflection for the 
most sensitive range of the osciUo- 
scope. Each major division of the 
record is then equal to 1 cm of de- 
flection on the crt or the equivalent 
of 1 millivolt applied to the oscillo- 
scope input. Fig. 10 is thus a graphic 
representation of the shift of the crt 
beam as a function of line %^oltage 
changes for the most sensitive range. 
It will be seen that the shift in beam 
position for even a rapid ±. 10- volt 
change from a 1 15-volt line is scarce- 
ly detectable. In addition, for each of 
the first four reductions in the set- 
ting of the amplifier Settxhivky con- 
trol, even this small effect will be 
halved, i.e., eventually being reduced 
by a factor of 20 times on the 20 
mv cm range and above, since the 
first four positions of the input at- 



tenuator are located just following 
the first amplifier stage. 

Care has also been taken to mini- 
mize thermal changes, resulting in a 
good long-term stability rated as 
drifting not more than the equiva- 
lent of a change at the input termi- 
nals of 1 millivolr/hour. No data are 
presented on this characteristic be- 
cause of the considerable space re- 
quired, 

D'C balance controls are provided 
on the panel to adjust the d-c volt- 
ages at the ends of the amplifier at- 
tenuator so that the sensitivity con- 
trols do not affea the beam position. 

DIFFERENTIAL PHASE SHIFT 

Ihe twin design of the vertical 
and hori;tontal amplifiers is of con- 
siderable value in many applications 
where phase shift measurements are 
to be made because very little dif- 
ferential phase shift occurs in the 
oscilloscope. This is especially true 
when the vertical and horizon lal 
sensitivity^ controls are at identical 
settings. Fig, 11 (a, b, c) show typi- 
cal differential phase shifts at fre- 
quencies of 50 kc, 100 kc, and 300 
kc\ respectively, for the condition of 
identical sensitivity positions. While 
the differential shift indicated in 
these oscillograms is typical of that 
obtained under these conditions, it 
is neither the best nor the worst of 
which the oscilloscope is capable. 
The worst condition occurs when 
the controls are sec to widely differ- 
ent positions and is typically several 
times greater than indicated in the 
oscillograms. The best condition is 
obtained b>^ adjusting the sensitivity 
verniers while the sensitivity 
switches are in identical positions. 
Fig. 1 1 (d) shows how the differential 
phase shift at 300 kc can be improved 
with this technique In a typical case. 
In Fig, il(c> the shift is about 5^ 
while in Fig. 11(d) it is less than I"". 
Even at 600 kc the differential shift 
can be reduced to a few degrees in 
this manner. Below about 50 kc, of 
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Fj^, 1 2, II" are ffjfrm oj internal lalihraior. 
Calfhrator can alio he applied to hori- 
zontal amplifier, 

course, where the phase shift is small 
in any case, the settings of the con- 
trols have a relatively minor influ- 
ence on phase shift. 

BALANCED OPERATION 

Many low* level devices such as are 
encountered in the electromechani- 
cal lield naturally have balanced out- 
puts or are designed with balanced 
outputs to minimize pick-up prob- 
lems. Cognizance has been taken of 
this situation and the oscilloscope is 
arranged so that it can be used as a 
balanced input device on its five 
most sensitive ranges (20 mv. cm or 
200 mv p-p full scale and lower). 
This range covers the region where 
pick-up is troublesome. The oscillo- 
scope inputs are balanced to the ex- 
tent that 45 to 60 db of suppression 
of a common mode signal will occur, 
depending on the sensitivitj' range 
used. 

Balanced operation has the further 
advantage for some applications that 
it doubles the oscilloscope input im- 
pedance from 1 megohm in parallel 
with 50 mmf to 2 megohms in paral- 
lel with 25 mmf. 

SENSITiVITY CAltBHATOJt 

For use in the many applications 
where it is desirable to use an oscillo- 
scope to measure voltage, an ampli- 
tude calibrator accurate within 5% 
is incorporated into the oscilloscope. 
A special feature of the calibrator is 
that it is arranged so that it can be 



used to calibrate both 
the vertical and hori- 
zontal sensitivities. 

The calibrator is 
placed in CO ope ration by 
setting the vertical or 
horizontal Setisiihity 
controls to the extreme 
cw Cdl position. This 
position automatically 
places a square wave on 
either the vertical or 
horizontal system, de^ 
pending on which con- 
trol has been set. The 
stability of the ampli- 
fiers is such that the day-to-day sensi* 
t i vi ty of the ampl i hers nor mal ly need 
not be adjusted, so no gain adjust- 
ment is included on the front panel 

The quality of the square wa%^e 
chat the calibrating system generates 
is indicated in Fig, 12* Special care 
has been taken to provide the square 
wave with a flat top to avoid intro* 
ducing ambiguities in the calibra- 
tion prtjcedure. 

CRT 

The cathode-ray tube used in the 
new oscilloscope is a t>^pe 5AQP-. 
This is rather a new type of tube that 
offers several advantages for use in 
a genera I 'purpose osciiloscope. For 
one things the tube has a flat face 
which tends to reduce parallactic 
errors. In addition, it is a mono* 
accelerator type in w^hich deflection 
occurs after full acceleration of the 
beam. This has the advantage that 
the focus of the beam is nc*arly the 
same over any part of the tube face 
and that spurious illumination is re- 
duced for improved photographic 
use. 

Each instrument is provided with 
a filter compatible with the t>pe of 
phospher (PI, P7, or PI!) used in 
the crt supplied with the instrument. 

Another unusual feature for an 
oscilloscope of this class is that the 
cathode- ray tube is operated with a 
relatively high accelerating poten- 
tial of 3,000 volts on the 5- inch crt. 
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Fig. 13. Bezel €&n he removed or replaced by a IP 
twisi io facilitate filter or tube replacement. 



This high level results in sufficient 
light output that even in high am- 
bient light conditions the oscillo- 
scope trace is generously above the 
visual threshold. The high- voltage 
supply is regulated to make the de- 
flection factor of the tube independ- 
ent of line voltage or intensity level. 

TWIST-OFF BFZEL 

Mechanically, a number of con- 
veniences have been incorporated 
into the design* One of these is the 




¥ig. 14- Cn socket is provided with posi- 

tioftiftg leter to facilitate angular pou- 

tiofting of ffihe. 
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method used to attach the cathode* 
my tube bezel to the paoel of the in- 
strument. Instead of the usual ma- 
chiae screw arrangement^ the bezel 
in the new oscilloscope ts removable 
merely by a 15' twist (Fig, 13). A 
simple spring-pin arrangement gives 
positive positioning of the bezel and 
prevents accidental loosening. 

Despite its simple removal means, 
the bezel is designed to be usable as 
8 mount for a camera Tvithouc need 
of a special adapter. The bezel is of 
heavy die-cast construction and has 
sufficient flange depth (I" or the 
same as the clamp width on a typical 
camera attachment) so that a secure 
mechanical connection can be made. 

CRT POSITIONING LEVIR 

Anyone who has been faced with 
the problem of replacing a cathode- 
ray lube in an oscilloscope or mak- 
ing an oscilloscopic recording has 
found that aligning the axes of the 
err is typically an inconvenient mat- 
ter at best. This valid criticism has 
been recognized in the mechanical 
design of the new Model 130A and 
has been met by a simplified tube 
positioning and locking arrange- 
ment. 

This arrangement is shown in Fig. 
14. The tube socket is circumferen* 
tially clamped with a simple clamp 
which can be loosened or tightened 
by one hand with a screwdriver* In 
addition, a lever is provided on the 
crt socket so that the tube can be 
rotated easily with the other hand. 
This arrangement both simplifies ac- 
curate tube orientation and makes it 
possible to orient the tube in a mat- 
ter of seconds. The procedure can be 
followed safely while the tube is 
turned on, 

tNTlMSITY MODULATrON 

Terminals are provided on the 
rear of the instrument co permit vise 
of intensity modulation^ A 20- to 30- 
%^olt positive signal is required to 
turn off the beam. Beam brightening 
thus requires a negative input. 



ASTIGMATISM CONTROL 

Because the 5AQP- crt is designed 
without post-deflection acceleratjon, 
there is no lens action at the deflect- 
ing plates and the focus of the beam 
is preserved over essentially the com- 
plete face of the tube. It has there- 
fore been found unnecessary to pro* 
vide the oscilloscope with a panel 
a s t ig ma t ism con trol . 

An internal screwdriver*operated 
astigmatism control is provided, 
however, for use in the event that an 
astigmatism adjustment becomes de- 
sirable. 

ETCHED CfRCUlTRY 

In line with other recent -hp- de- 
signs, the new oscilloscope is con- 
structed using etched circuit meth* 
ods to achieve ready accessibility to 
parts. Considerable experience and 
investigation has been drawn on to 
insure that the etched laminate gives 
reliable performance under all con- 
ditions of temperature and hnmirliry 
likely to be encountered. 

MISCEUANEOtIS 

The new^ oscilloscope also includes 
such features as two tilting bails to 
tilt the front pane! either up or down 
for easy viewing^ an ad jus table edge* 
lighted graticule calibrated verti- 
cally and horizontally in centimeters, 
internal functional layout of sub- 
assemblies, and a nylon glide and 
channel arrangement that simplifies 
cabinet removal and replacement, 

DESIC^N GROUP 

Designing the new oscilloscope 
has been a joint effort on the part of 
many members of the -hp- engineer- 
ing dep a r t me n ts. The e lect r ica I tea m 
included Norman B. Schrock, leader, 
Don Broderick, Edward H. Daw\ 
Duane Dunwoodie, and Dick Rey- 
nolds. The mechanical team in- 
cluded Donald K. Borthwick, Carl J. 
Clement, Jr., Gordon F. Ed ing, Cal- 
vin C. Larsen, Donald L. Palmer^ and 
Harold C* Kocklitz. 

—Dftiifig Dunwaodh and Dick Reynolds 



SPECIFICATIONS 
-hp. MOOH 130A 
DC-300 KC OSCILLOSCOPE 
SWEEP 

RANGii 1 p.%tic cm to 15 sac/cm. 

CALiEftATED; 21 calibrated sweeps In 1-2-5- 
10 sequence, 1 ^sec-'cm lo 5 ieccm. Accu- 
recy wiihin 5%. 

VERNIER: Permtts tontmuous acJIustmenT of 
Sweep tEme. 

JRIGGERiNG: Internotly on signoFi giving 
Vj tnr or more deflediDn; from line volt- 
age; Of eKtornalfy en sjgnols of Vi vol! 
or more, 

TRiGGER fOfNT: Any poiEtfve or negative 
levef on the poistlve or negative iTope of 
the si^ntif Iriggermg The sweep, -j-SO fe 
— 30 volt mngu for external trigger, 

PRiSiT TRfGGERlNG, Switch poiifion on 
iweep mode conirol outomolitaMy ^Vcts 
Ciptlmum sfftling for Stpblfl triggering. 

INPUT AMPLIFIERS 

Veriical arid horizontal omplifier^ hove 
same charocteftttics. 

SENStTtViJY RANGBz 1 mv cm to 50 */cm. 

}NFUT AUENUATORi 14 colibroied ranges, 
m a 1-2-5-10 Sequence, 1 mv/cm to 20 
V cm. Vernier pentiifs cantinuoui adiuM- 
ment between ranges, 

PA&S BAND- D'C to 300 kc Indepsnd'vJit of 
pFtenuotor setting^ 

COUPUNGS^ Ac or d-c. 

BALANCED iNPUT-. On 1, 2, 5, 10 and 20 
n^v, cm ranges. Inpul impedome 2 meg- 

ohm$ s^hunted with 25 ;i^f. 

SiNGlE FWDPn iN^UT: Or. =!! rsn-*cr. InsvH 
impedance 1 megohm shunted with 50 

fifif. 

UNDtSTORJED DEFLECT ION ? Three ftcreen 
diameters. 

AMPUWDE CAISERATQR: Fix»d OTflplitudo, 
accuracy within 5%. Approximately 1 kc 
squore wove, 

GENERAL 

I HUM f NAT ED GRATICULE: Edge lighted 
groricu^e with controUed illuminotion, 10 
cm X 10 cm, marked in centimeter squpfes 
with 2 mm subdivisions on maior hoifi- 
£0nta1 ond vertical axes. 

CRT &EIEL Ctr beiel reodily i-efnoved hy o 
}5^ twist, providing rapid meons of 
changing filters ond replacing cathode 
ray tube if different phosphors ore re- 
quired^ Bezel \ocki in ploce and thus pro- 
vides firm mount for stondard oscMlo" 
Scope camera equipment, 

CRT FLATESi Direct connection fo deflecting 

plote* vro terminals on reor, 

iNTENSiJY MODUlATiON: Terminols on rear; 
20 V positive signal blanks CRT of normal 
intensity. 

CATHODE RAY TUBE. 5AQP mono occeler- 
ator flat face type with 3000 volt occel- 
eroiing potentJoL AvoHoble with PI, P7, 
or Pll screen. 

SIZE. Wldth-na"; Height ^1514"; Deoth^ 
20", 

WEtGMti 39 lbs, net. 

POWER SUPPLY : 115 230 voit i ±10%, 
50 400 cycles, op pro it! mote ly 175 wotti, 

FflTER- Color of filter compatible with screen 
phosphor. 

PRfCE: $450.00 *.o,b. Pofo AKo, Collfornio. 
(Normally supplied with PI screen. When 
ordering with P7 screefi, specify 130A-7, 
When Ordering with Pll scrwn^ specify 
130A-11.) 

Data fvbiecf »o chonge without notice 
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